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A - Sample Outlet  3/4” Vinyl Tubing 1 LPM Out

B - Sample Inlet  1/2” Vinyl Tubing

C - Manual 3/4” PVC Ball Valve

E - Overflow 1/2” Flex Tubing to Open Drain

F - Flush Water inlet Solenoid  1/8” Flex Tubing (optional)
            Max  10 PSI

D - Bypass ½” Barbed Tee Fitting 1 GPM In
      (Optional)  Sample inlet
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